Lung Ultrasound Protocol for

COVID-19 Diagnosis
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Diagnosis Process
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Potential Diseases

* Pneumothorax
* Pulmonary Consolidation
* Pulmonary Edema

Normal Consolidation



A-Line Example #01
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A-Line Example #02
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B-Line Example #01
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B-Line Example #02
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B-Line Example #03
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Preset Recommendation for minisono

V1.0.9 V1.0.9
Preset FAST Preset FAST
SRI 0 SRI 0
Spt.comp 1 Spt.comp 1
DR 65~ 70 DR 75~ 80
Depth >15cm Depth >6cm




